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SUMMARY 

Ultrasonic attenuation measurements using contact, pulse-echo techniques 
are sensitive to surface roughness and couplant thickness variations. This 
can produce considerable Inaccuracies In the measurement of the attenuation 
coefficient for broadband pulses. Inaccuracies can arise from variations In 
the reflection coefficient at the buf f er-couplant-sample Interface. In this 
paper, the reflection coefficient Is examined as a function of the surface 
roughness and corresponding couplant thickness variations. Interrelations with 
ultrasonic frequency are Illustrated. It Is shown that reliable attenuation 
measurements are obtained only when the frequency dependence of the reflection 
coefficient Is Incorporated In signal analysis. Data are given for nickel 200 
samples and a silicon nitride ceramic bar having surface roughness variations 
In the 0.3 to 3.0 pm range for signal bandwldths In the 50 to 100 MHz range. 


INTRODUCTION 

Ultrasonic evaluation of materials for determining material characteris- 
tics such as grain size (refs. 1 to 4), residual stress (refs. 5 to 6), frac- 
ture toughness (refs. 7 to 10), and hardness (refs. 11 to 12) Is In wide use. 
Recent experimental and theoretical efforts have been directed toward provid- 
ing Increased accuracy for determining quantitative material characteristics 
(refs. 13 to 18). Several accepted experimental methods are currently avail- 
able for determining the ultrasonic attenuation and velocity for solid materi- 
als (refs. 19 to 22). These methods have revealed the Importance of the 
relationship between the experimental techniques applied and the experimental 
results obtained (ref. 21). While the quantitative experimental results should 
be Independent of the method used a substantial amount of variation In the 
final result Is apparent. For example, Papadakls (ref. 21) has described a 
pulse-echo technique for determining the ultrasonic attenuation and velocity 
which emphasizes the Importance of the experimental technique. 

There remains a lack of understanding of the relationship between material 
microstructure and the data obtained through ultrasonic evaluation. This Is 
partly because of the lack of data and because the data for many experimental 
systems are subject to rather large errors (refs. 12 and 13, and 15 to 17). 
Prior experimental systems were typically limited to a narrow range of frequen- 
cies for which valid data could be obtained. Systems exhibiting low (high) 
attenuation require a long (short) sound path lengths In order to obtain reli- 
able data. An experimental problem arises when we attempt to make attenuation 
measurements (for a sample having fixed dimensions) over a wide frequency range 
where the attenuation may vary by several orders of magnitude from an extremely 
high value to an extremely low value. The problem reveals Itself In the large 
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experimental uncertainties at both low and high frequency regimes. It Is this 
experimental constraint coupled with the fairly large experimental errors that 
has remained one of the major obstacles In the determination of the relation- 
ship between material microstructure and the ultrasonic data. This paper pro- 
vides methodology for determining and verifying the accuracy of attenuation 
data obtained from ultrasonic pulse-echo techniques. 

Data obtained from pulse-echo ultrasonic systems that use a buffer rod 
are critically dependent on the determination of the buffer rod-couplant-sample 
(BCS) reflection coefficient In the measurement of ultrasonic attenuation. It 
Is shown here that by correctly determining the (BSC) reflection coefficient 
reliable attenuation data are obtained. However, reflection coefficients are 
generally frequency dependent functions that can be shown to be Influenced by 
surface roughness, even roughness down to the micron level. 

Surface roughness Is also of Importance (refs. 23 to 25) for many material 
samples such as, ceramics and composites where the condition of the surface of 
the sample can dominate the mechanical test results (refs. 26 and 27) (tensile 
test, etc.). For ceramics In particular, modification of the surface structure 
by polishing, etching, etc. Is prohibitively costly. Therefore, as a practical 
matter there are many Instances where precise ultrasonic attenuation measure- 
ments must be made on a sample having a range of surface roughnesses. It will 
be shown here that the roughness of the surface of the sample has a significant 
effect on the reflection coefficient and that this effect Is observed In the 
accuracy of the measured attenuation. 


THEORY 

The use of pulse-echo techniques are well established. A typical config- 
uration Is shown In figure 1(a). A single broad band ultrasonic pulse (main 
pulse) Is excited (via the transducer) In the buffer rod. The ultrasonic pulse 
Is partially reflected at the buffer rod-couplant-sample Interface. The first 
front surface reflected pulse Is labeled FS 2 In figure 1(a). When It Is not 
coupled to anything the front surface of the buffer rod reflects back FS] . 

The main pulse travels forward through the sample and then reflects off the 
back surface of the sample and again Interacts with the buffer rod-couplant 
sample Interface. This first back surface reflection Is labelled b] . Echo 
B-j Is partially reflected at the buffer rod-couplant-sample (BCS) Interface 
and Is subsequently reflected again at the back surface. The second back sur- 
face reflection Is labelled B 2 . Echoes B-J and B^ are not directly 
measurable with the BCS configuration. Their reduced amplitudes, labelled B-j 
and B 2 In figure 1 (a), are measurable. 

The Fourier magnitude of pulses FS 2 , B-j , and 82 are given by: 



| FS 2 ( f ) | = |FS 1 (f ) | |R(f ) | 

(1) 

' B 1 

(f)l = H r S 1 (f)|(l - | R ( f ) | ) exp [ -2Ax«( f ) ] 

(2) 

B 2 ( f ) | 

= |FS ] (f ) |(1 - |R(f) |) |R(f) 1 exp ( — 2( 2Ax«( f ) ) ] 

(3) 


respectively, where | FS-j ( f ) | Is the Fourier magnitude of the first front sur- 
face reflection without the sample present on the buffer rod. |R(f)| Is the 
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frequency dependent BCS reflection coefficient and where Ax and a(f) are 
the thickness of the sample and the frequency dependent attenuation coeffi- 
cient, respectively. 


The attenuation coefficient Is obtained by combining equations (1), (2), 
and (3), and Is: 

1 (|B,(f) | |R(f) |) 

a(f) = 2Ax 1n | | B 2 ( f ) | | (4) 

The theoretical expression for the BCS reflection coefficient Is (ref. 28) 



Here f, V 2 are the frequency and velocity of sound In the couplant layer. 

Z 1 , Z 2 and Z 3 are the acoustical Impedance of the buffer rod, couplant, and 
sample, respectively, and 6 x Is the couplant thickness. At low frequencies 
and thin couplant thicknesses such as Sx/X < < 1 (where X Is the wavelength 
of sound In the couplant layer) equation (5) reduces to: 


|R(f)l = 




( 6 ) 


and Is Independent of frequency. Equation ( 6 ) has been experimentally verified 
for systems satisfying the above constraints (ref. 21 ). 


The theoretical reflection coefficient (as determined by eq. (5)) for the 
experimental arrangement In figure 1 Is shown In figure 2. In figure 2 the 
acoustical Impedances used In the calculation are that for a fused quartz buf- 
fer rod, nickel 200 metal sample and glycerin couplant. The reflection coeffi- 
cient Is seen to Increase with Increasing couplant thickness and approaches a 
constant value of 0.58 for low frequencies. It Is emphasized here that the 
theoretical expressions (eqs. (5) and ( 6 )) are valid for Ideally flat and par- 
allel Interfaces and for small amplitude waves. Although the small amplitude 
criteria can usually be met the flatness of the surface of the sample may vary 
considerably. This Is especially true for ceramics (ref. 29) and composite 
samples where surface topological variations may have dimensions -1.0 pm. Typ- 
ically, one expects long wavelength sound (-100 ym) to Interact negligibly with 
thin (thin when compared to the wavelength of sound) barriers. This Is theo- 
retically shown In equation (5) for low frequencies (l.e., long wavelength) 
and thin couplant thickness. For some experimental systems that are topologi- 
cally rough the long wavelength limit no longer applies and a more detailed 
examination of the reflection coefficient Is required. 

For many experimental systems, the validity of the data and data analysis 
Is generally determined by reproducibility of the data and error analysis. 
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Fortuitously, the validity of the attenuation measurement can be verified by 
using the BCS reflection coefficient and the observed attenuation to predict 
the waveshape and/or the frequency spectra of the later occurring echoes. The 
Fourier magnitude of the n^ back reflected echo Is given by: 

|B n (f)| = |B 1 (f)||R(f)| (n-1) exp (-2ax«(f)(n - 1)) (7) 

where n Is an Integer number (n > 1 ) equal to the number of back surface 
reflections the n th pulse has undergone and |B n (f)| Is the Fourier magnitude 
of the n*h pulse. 


EXPERIMENT 

There are three parts to this Investigation In which the ultrasonic atten- 
uation Is measured for metallic and ceramic samples. The experimental config- 
uration Is shown In figures 1 and 3. A broadband transducer having a center 
frequency of 50 MHz Is excited with a drive pulse from the pul ser-recel ver . 
Typical received echoes are shown In figure 1(b). In figure 1 (b) the front 
surface reflection FS 2 , first back surface echo B] , second back surface echo, 
B 2 , and third back surface echo B 3 , are shown. During data acquisition, each 
echo shown In figure 1 (b) and the front surface reflection, FS] (not shown) Is 
Individually windowed using the digital time delay and digitized Into a 512 
element array. Each signal Is Fourier transformed. Into the frequency domain 
using a digital Real Fast Fourier Transform ( RFFT) algorithm Included In the 
computer software. 

The reflection coefficient of the BCS system Is determined from the front 
surface reflections FS 2 and FS-) that are obtained with and without the 
sample In place, respectively, and by use of equation (1). Care must be taken 
to ensure that a valid echo FS 2 arises when a sample Is coupled to the buffer 
rod. The couplant must be free of bubbles after sample Is coupled to the buf- 
fer rod. The pressure on the sample Is Increased until no further change Is 
observed In the amplitude of echo FS 2 . This can be accomplished reproduclbly . 

A metal sample Is used In the first part of this Investigation. The metal 
sample Is Nickel 200 and has dimensions of 1.9 by 1.9 by (0.2540 + 0.0003) cm 
thick. The sample was produced from stock N1 200 that has been cold rolled 
50 percent annealed at (1250 + 15° F) for 15 min, then cold rolled 50 percent. 
Both sides of the sample are polished to a "mirror" finish with the final 
polishing being done with a slurry containing 1.0 ym diameter aluminum oxide. 

The nickel sample was roughened on one side (the Interface side) by 
polishing In successive steps with 3.0 ym diamond grit paste and with silicon 
carbide grinding papers containing particles having mean (nominal) dimensions 
of 15, 23, 30, 35, and 70 y. After each roughening step the topology of the 
roughened surface was measured with a prof llometer . The reflection coefficient 
and the attenuation are also measured after each roughening step. 

A ceramic sample Is used In the second part of this Investigation. The 
ceramic sample Is an as-ground fully dense SI 3 N 4 ceramic M0R bar. The surface 
profile, ultrasonic reflection and attenuation coefficients were measured. 
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Lastly, an ordered array of etched pits are produced on the surface of a 
nickel sample. The scatters (etched pits) on this nickel sample were produced 
by a photolithographic technique. The surface profile, reflection, and atten- 
uation coefficients were measured for this sample before and after etching. 


Surface Profiles 

The surface profiles for the roughened nickel sample (shown In fig. 4) 
reveals the roughness of the surface of the sample after being roughened with 
1.0, 3.0, 15, 23, 30, 35, and 70 p diameter grits. The magnitude of the topo- 
logical variations generally Increases with Increasing diameter polishing grips 
except for the case where the polishing compound Is 3.0 pm diameter diamond 
grit. In this case, the greater roughness Is attributed to selective cutting 
by the diamond particles. 

The surface profile of the as-ground SI 3 N 4 ceramic M0R bar Is shown In 
figure 5. The topological variations are quite large at about 2.5 pm. 

The ordered set of scatterers produced on the nickel sample Is an array of 
1.2 pm deep etched pits having lateral dimensions of ~49 pm by ~62 pm. These 
etched pits are shown as the dark areas In figures 6 (a) and (b). Figure 6 (c) 
shows the surface topology of this sample. 


Reflection Coefficient 

The reflection coefficient as a function of frequency for each successive 
surface roughness condition of the polished nickel sample Is shown In figure 7. 
Each curve Is labeled according to the polishing grit size (In microns) used to 
roughen the surface of the sample. The Increase In the reflection coefficient 
below 30 MHz Is due to a minimum In the magnitude of the frequency spectra 
| FS] ( f ) | . At this minimum the ratio of the frequency spectras, used to deter- 
mine the reflection coefficient. Is subject to large errors. Similarly, there 
Is a sharp decline In the reflection coefficient above 75 MHz where a minimum 
In the magnitude spectra |FS?(f)| Is observed. These minima lead to large 
errors In the determination of the reflection coefficient, therefore, we define 
a valid zone from 30 to 75 MHz, outside this zone the data are questionable. 
Figure 8 shows the reflection coefficient as a function of the peak-to-val ley 
surface roughness as determined from figures 4 and 7. Note that, the reflec- 
tion coefficient (at a fixed frequency) Is not a monotonlcally Increasing func- 
tion of the surface roughness. 

The reflection coefficient as a function of frequency for the ceramic 
sample Is shown (solid curve) In figure 9. The reflection coefficient given by 
equation ( 6 ) Is also shown as a dashed line. The shaded regions Indicate that 
the data In these regimes Is of questionable validity. 

The front surface reflection FS? Is shown In figures 10(b) and (c) for 
the unetched and etched array sample conf Iguratlpn, respectively. Here, the 
front surface reflection FS-j , shown In figure 10(a) Is Identical for both con- 
figurations since It comes from the buffer rod before coupling. The reflection 
coefficient for both configurations Is shown in figure 10(d). Here, the dashed 
curve and solid curve are for the etched and unetched configurations, respec- 
tively. The reflection coefficient for the unetched systems Is smooth (In the 
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region of validity 30 to 75 MHz) and similar to that shown previously. The 
etched pit system exhibits a fluctuating reflection coefficient over the same 
frequency range. 

If we subtract the front surface reflection FS? for the unetched system 
from the front surface reflection FS 2 for the etched system we obtain a re- 
sidual reflected waveform (shown In fig. 10(e)) which Is approximately due to 
the Interaction of the main pulse with the Individual etched pits and nickel 
protrusions (light areas In fig. 6(a)). This subtraction process Is an approx- 
imation In that an exact result requires knowledge of the couplant thickness 
for each of the two cases. The residual reflected waveform has a similar shape 
to that of a damped resonance (ref. 30). 


Attenuation Coefficients 

Attenuation measurements were made using procedures described above and 
by use of equations (1) to (4). A diffraction correction (refs. 21, 31 and 32) 
has not been Included In the following data analysis. This correction Is neg- 
ligible (less than 0.01 Np) above 25 MHz for the nickel sample. 

In figure 11(a), the attenuation for all surface roughnesses Is shown and 
has been calculated according to equation (4) where the reflection coefficient 
Is determined by use of equation (1). There exists a random error In the 
attenuation results. At 30, 50, and 65 MHz the experimental uncertainties In 
the measurement of the attenuation are 0.09, 0.17 and 0.4 Np/cm, respectively. 
In figure 11(b) the attenuation for all surface roughness Is shown for the case 
where the reflection coefficient (as given by use of eq. (6)) Is considered to 
be Independent of frequency. At 30, 50, and 65 MHz the experimental uncertain- 
ties In the measurement of the attenuation are 0.17, 0.25, and 0.58 Np/cm, 
respectively. The measured atenuatlon should be Independent of the surface 
condition ( 1 . e . , the BCS reflection coefficient) of the sample being Investi- 
gated. The data Indicates that attenuation measurements that made use of the 
frequency dependent reflection coefficient are more accurate over the valid 
frequency range. 

The attenuation for the ceramic sample Is shown In figure 12. The ob- 
served attenuation coefficient Is quite low at about 0.5 Np/cm at 100 MHz. 

When the frequency Independent reflection coefficient Is used In the determina- 
tion of the attenuation, the resulting attenuation coefficient Is negative 
(shown as a dotted line In fig. 12) and represents a gain In signal amplitude. 
This Is clearly contradictory because It Implies spontaneous signal amplifica- 
tion by the sample. 

The attenuation for the unetched and etched array configuration Is shown 
In figure 13. The solid and dotted curve refer to the unetched and etched 
systems, respectively. The attenuation for the etched system Is found to be 
oscillatory and less than or equal to the attenuation for the unetched system. 
Here the frequency dependent reflection coefficients shown In figure 10(d) are 
used In the determination of the attenuation. 


6 



Predicted Results 


The predicted and observed waveform and frequency spectra of echo B 3 
for the nickel sample roughened with 35 ym silicon carbide are shown In 
figure 14. The dotted curves In figure 14 refer to the predicted results and 
the solid curves refer to the experimental measured values for pulse B 3 . The 
predicted results differ from the experimental results within ~1 percent In the 
range of frequencies 30 to 65 MHz. These data Indicate that an accurate atten- 
uation measurement has been made. 

The predicted frequency spectrum for pulse 83 for the ceramic sample Is 
shown In figure 15 (dotted curve) along with the observed frequency spectrum 
(solid curve) of pulse B 3 . At 100 MHz the two spectra differ by about 
14 percent. Although this error Is large. It Is to be expected for a system 
having a high reflection coefficient and low attenuation typical for ceramics 
coupled to a quartz buffer, as In this case. 

For systems with a high reflection coefficient only a small amount of 
energy of the main pulse FS-j enters the sample and similarly only a small 
amount of energy Is allowed to leave the sample for each of the back scattered 
pulses, B-| , B 2 , and B 3 . Therefore, the signal to noise ratios for these 
pulses B-| , B 2 , and B 3 are quite low. The use of these noisy pulses result 
In large errors In the attenuation measurements. A discussion of the origin of 
Intrinsic errors that are Introduced Into the reliability of the data Is pre- 
sented In the Appendix. 


DISCUSSION 

The reflection coefficients shown In figure 7 are observed to vary con- 
siderably as the roughness of the surface Is Increased. For the system 
roughened with 35 ym grit the reflection coefficient Is found to vary up to 
~9 percent of Its value at 30 MHz. This Is consistent with equation (5) If It 
Is assumed that an Increase In surface roughness leads to an effective Increase 
In the couplant thickness 6 x. The mean Increase couplant thickness due to 
roughness Is shown In figure 16. Here, the sample surface Is that for the 
35 ym case. It Is expected that the couplant fills In the cavities existing 
on the surface of the sample and that these filled cavities lead to an effec- 
tive Increase In the local couplant thickness. 

The reflection coefficient shown In figure 8 (at a fixed frequency) Is not 
a monotonlcal ly Increasing function of the surface roughness. This appears to 
contradict equation (5) and figure 2 where an Increase In couplant thickness 
results In an Increase In the reflection coefficient (for fixed frequency). It 
Is likely that an Increase In surface roughness corresponds to an Increase In 
the surface area of the sample that Is In direct physical contact with the buf- 
fer rod. Further, an Increase In the "contact" area between the sample and the 
buffer rod will be represented as a decrease In the reflection coefficient. 
Therefore, for any experimental configuration we must consider not only the 
effective changes In the couplant thickness due to surface roughness but also 
changes In the "contact" area between the sample and surface (ref. 33). This 
Is a formidable problem In that the topology of the surface of the sample must 
be known In detail everywhere and Is beyond the scope of the present work. It 
Is also likely that the uncertainty of the pressure applied to the sample may 
lead to the nonmonotonic reflection coefficient data shown In figure 8 . 
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The trend of Increasing reflection coefficient with Increasing surface, 
roughness Is reproducible for the roughened Nickel 200 sample. This Indicates 
that, for the surface roughnesses and the frequency range Investigated, the use 
of the frequency dependent reflection coefficient (eq. (5)) In the calculation 
of the attenuation coefficient yields (eq. (4)) yields more reliable data than 
the use of the frequency Independent reflection coefficient (eq. (6)) In the 
same measurement. This Is dramatically shown for the ceramic sample where the 
use of the frequency Independent reflection coefficient In the calculation of 
the attenuation coefficient yields completely erroneous results (see fig. 12). 

The experimentally measured reflection coefficients shown In figures 7 
and 9 are qualitatively similar to theoretical reflection coefficient shown In 
figure 2. This suggests that the effective couplant thickness for a rough 
surface Is larger than that for a "smooth" surface. 

The random topological variations (roughness) existing on the surface of 
a sample are likely to scatter energy out of the main pulse In a random manner. 
Consequently the loss of this randomly scattered energy will result In a re- 
duced amplitude for reflection FS2 so that the reflection coefficient cal- 
culated from equation (1) Is expected to have a somewhat lower value than that 
for Ideally flat surfaces. 

The accuracy of our attenuation data was verified by accurately predicting 
the amplitude of the third reflection, 83 for the Nickel 200 sample. This 
Indicates that the above-mentioned scattered energy Is small. However, this 
energy may be scattered by the topological (roughness) sites, to form a series 
of nearly In phase Huygen wavelets (refs. 34 and 35). These nearly In phase 
spherical waves act together to form a second plane wavefront so that the 
reflection FS2 Is constructed of two wave components: a component due to the 
Increased couplant thickness and a component due to the scattering sites exist- 
ing on the surface of the sample. The presence of both of these mechanisms 
will result In a reflection coefficient that Is higher than expected for an 
Ideally flat surface. 

Data obtained for the metal sample having an ordered set of scatters (see 
fig. 10) support the possibility of the coexistence of these two mechanisms. 
Here the presence of rlngdown In the reflection pulse FS2 (shown In 
fig. 10(c)) and the Identification of a residual reflected wave (shown In 
fig. 10(e)) are Indications that the presence of surface roughness (~1.2 pm) 
does Indeed scatter the main pulse FS^ (see fig. 15(a)) Into a reflected pulse 
FS2 (see fig. 10(c)) made up of at least two components. The subtracted pulse 
(see fig. 10(b)) representing the reflected wave due to the couplant thickness 
and a scattered wave (l.e., the residual wave shown In fig. 10(e)) due to the 
ordered array of scatters. The actual scattering mechanism remains unknown but 
Is likely to be due to mode conversion (ref. 36). It Is clear that substantial 
scattering of the main pulse, FS-j has occurred and that this scattering Is due 
to the ordered surface roughness of the sample. 

It has been found that the use of the frequency dependent reflection coef- 
ficient In the measurement of attenuation yields more accurate results than the 
use of the frequency Independent reflection coefficient In the same measure- 
ment. This Is valid for experimental samples having randomly rough surfaces 
at least in the range from 0.05 to 2.25 ym Investigated here. Experimental 
samples having excessively rough surfaces result In high reflection coeffi- 
cients. Further, a high reflection coefficient In the measurement of attenua- 
tion results In a decrease In the accuracy of the calculated results. It has 
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been shown that for an experimental sample having an ordered set of scatters on 
the surface an erroneous attenuation measurement will be obtained. 

Since most experimental samples have some degree of roughness, ( 1 . e . , they 
are not Ideally flat) It seems likely that some of the energy of the main pulse 
Is lost via random scattering. Further, If the topology of the sample Is 
ordered then systematic scattering of the main pulse may lead to an attenua- 
tion measurement that Is of questionable validity. This suggests that further 
Investigation of systems having ordered surface structure Is needed. 


CONCLUSION 

We have shown that accurate measurement of ultrasonic attenuation depends 
on determining the frequency dependence of the reflection coefficient at the 
transducer-sample Interface. The surface roughness of experimental samples was 
shown to have a dramatic effect on both the effective couplant thickness and 
the waveshape of an acoustic pulse reflected at the (transducer) buffer rod- 
couplant-sample Interface. We found that accurate attenuation measurements 
could be made with randomly rough surfaces. 

However, the attenuation measurements will be erroneous If an ordered set 
of scatters exist on the surface. In the later case we found a two-component 
pulse reflected at the buffer rod-couplant-sample Interface. The presence of 
this two-component reflected pulse resulted In an erroneous attenuation meas- 
urement. Our results demonstrate the Importance of surface structure on atten- 
uation measurements and Indicate an appropriate procedure for accounting for 
random surface roughness by measuring the frequency dependence of the reflec- 
tion coefficient. 
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APPENDIX 


The rather large reflection coefficient for the ceramic sample has affect- 
ed the precision of the attenuation measurement. This large reflection coeffi- 
cient Is an Indication that only a small amount of the main pulse's energy 
(energy of pulse FS-j ) has been transmitted Into the ceramic sample. Addi- 
tionally, this small amount of energy once In the sample tends to remain within 
the sample. Hence, the slgnal-to-nolse ratios of pulses B-] and B? are 
quite small. Similarly, for a system having a low reflection coefficient, the 
slgnal-to-nolse ratios of FS2 and B2 are small. Between these extreme 
cases of low or high reflection coefficients there exists a regime where the 
S/N ratio Is high and the amount of error In the acquired signals Is low. 

The error Introduced Into the attenuation measurement due to the low 
amplitudes of the observed signals may be determined from equations (1) to (4) 
and the variance relation (ref. 37): 



2 2 2 2 2 

where a , a D , a D , cr r _ and o rc are the variances of the attenuation 

Ol D "I Dp 1 1 bp 

coefficient, a, ana pulses B] , 82, FS^ and FS2, respectively. By assuming 
that the variances are the same for all the pulses concerned (usually observed 
experimentally) we have: 

2 2 2 2 2 , Q 
“n ■ “B, ■ \ ” “FS, * °FS 2 (9 

where o n Is noise variance. By combining equation (8) with equations (1) to 
(4) we obtain the relation: 



where 


1 

2Ax« 


(exp (aAX 


°Q + I R 1 2 ) exp (2Ax«) 

(l - IRI 2 ) 2 





S ~ 
N ~ 



1 


( 10 ) 


(ID 


Is the signal to noise ratio of the main pulse FS-| . 

The Interrelation given by equation (10) Is plotted In figure 17. The 
term 2aAx represents the total energy lost (via attenuation) during one round 
trip through the sample. A minimum In the variance o a occurs at R = 0.58 
for the values of 2aAx shown here. The magnitude of the variance c a , for 
fixed 2aAx are asymmetric with respect to the reflection coefficient about 
their minimum values occurring at R = 0.58 and this asyronetry Indicates that 
a lower value than R = 0.58 Is preferred over a value higher than R = 0.58. 
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Where R = 0.58 Is the optimum reflection coefficient that will result In the 
least error In the attenuation measurement due to the uncertainty In the pulse 
amplitudes. This Is a universal result for all systems that use the pulse 
echo method described here. The two shaded trajectories In figure 17 Indicate 
approximately the variance |o a /a| (S/N) for the roughened Nickel 200 and 
ceramic data. The longer shaded path originating at R = 0.58 Is that for the 
nickel sample and the shorter path originating at R = 0.7 Is that for the 
ceramic sample. The absolute value of the variance for both the metal and 
ceramic sample are shown In figure 18(a). Although the variance for the 
ceramic attenuation data where Is generally less than that for the Nickel 200 
attenuation data, the actual percent error given by: 


x 100 percent ( 12 ) 

for the ceramic sample Is greater than that for the metal sample. This Is 
shown In figure 18(b). The percent error results shown In figure 18(b) are 
consistent with the spread In the attenuation data. The predicted pulses B 3 
for both the ceramic and metal sample are also with their respective percent 
errors. In general, the equation (10) must be numerically solved using the 
measured values of 2Axa(f) and the reflection coefficient |R(f)| In order 
to determine the trajectories of the variance for a particular data set. 
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) Transducer configuration. Reflected pulses FS^ and FS 2 are front surface (b) Shown are typical waveforms of echoes 

reflections without and with the sample present, respectively. FS 2 , Bj, Bj^andBj. 

Figure 1. - Specimen /transducer configuration for pulse echo ultrasonic measurements. 
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Figure 2. - Theoretical reflection coefficient for varying couplant thickness. 
The theoretical reflection coefficient determined by use of equation (5) for 
the configuration shown in figure 1(a) for a nickel 200 sample, glycerin 
couplant and quartz buffer rod. The numbers on the figure refer to the 
glycerin couplant thickness in microns. 
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Figure 4 - Representative surface profiles of nickel 200 sample roughened 
with 1.0 pm aluminum oxide, 3.0pm diamond grit, 15, 23, 30, 35, and 
70 pm silicon carbide grit. Roughness measured by profilimiter. 
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(a) Top view of the array of pits etched into the nickel 200 sample. The dark areas represent 
the bottom of the pits and the light areas represent the surface of the sample. 



(b) Top view of an individual etched pit. The etched pits are approximately rectangular having mean 
lateral dimensions of 49 pm X 62 pm The individual grains are visible at the bottom of the etched 
pits. 


Figure 6. 
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(c) Surface profile of the etched pits shown in (a) and (b). 
Figure 6. - Concluded. 



Figure 7. - Experimental reflection coefficient for varying surface roughness, 
The measured reflection coefficient (obtained by use of equation (1)). The 
numbers on the figure refer to the grit size used to roughen the surface 
of the nickel 200 sample. The valid frequency regime for comparing data 
lies in the unshaded area (as explained in the text). 
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Figure 8L - Graph of measured reflection coefficient versus peak-to- 
valley roughness of the nickel 200 sample (see figs. 4 and 7). Data 
are shown for 40, 50, and 60 MHz. 



FREQUENCY, MHz 

Figure 9. - The reflection coefficient for 
the ceramic MOR bar. The solid curve 
is the frequency dependent reflection 
coefficient determined by us_e of equa- 
tion (1) and the dotted line is the 
constant reflection coefficient deter- 
mined by use of equation (6). 
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(a) Front surface reflection 
without nickel sample. 


(b) Front surface reflection 
with unetched sample. 


(c) Front surface reflection 
with etched sample. 




(d) Reflection coefficient 
before and after etching. 


(e) Residual reflected waveform 
obtained by subtracting the 
pulse shown in figure 10(b) 
from that shown in figure 
10(c). 


Figure 10. - Front surface reflection for nickel 200 sample before and after etching 
to produce surface with ordered, non-random scatters. 



(b) Attenuation using frequency 
independent reflection coefficient 


Figure 11. - Attenuation coefficient for 
all surface roughnesses of the nickel 
200 sample. In figure 11(a) attenua- 
tion coefficient was calculated using 
the reflection coefficient defined by 
equation 1. In figure 11(b) attenua- 
tion coefficient was calculated using 
equation (6). 



FREQUENCY, MHz' 

Figure 12. - The attenuation coefficient for the 
Si 3 N 4 ceramic MOR bar. The solid curve is the 
for the case where the attenuation coefficient 
is determined using the frequency dependent 
reflection coefficient The dotted curve is for 
the case where the attenuation coefficient is 
determined using the constant reflection coef- 
. ficient 
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FREQUENCY, MHz 

Figure 13. - The attenuation coefficient for the 
unetched and etched configuration is shown 
as solid and dotted curves, respectively. 
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(b) Frequency spectra. 

Figure 14 - Measured and predicted waveform and 
frequency spectra of echo Bj, The observed and 
predicted waveforms of pulse B 3 are shown in 
figure 14(a) as solid and dotted curves, respec- 
tively. Figure 14(b) shows the frequency spectra 
of the observed and predicted waveforms shown 
in figure 14(a). The observed and predicted 
magnitude spectra are shown as solid and dotted 
curves, respectively. 



spectra, respectively. 



Figure 16. - Diagram of the effective mean couplant thickness 6x. The surface 
roughness shown is that for the case of polishing with 35pm silicon carbide 
grit 




(a) Isometric projection of equation (9). The largest value of 
o fl /a (S/N) shown is 10 3 and is indicated by flat regions at 
that value. The value of a Q la (S/N) in these flat regions, 
where oJa (S/N) > 10 3 , cannot be obtained from this figure 


but may be obtained by use of equation (9). 
1. 2xl0 3 
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(b) Side view of figure 17(a). 
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(c) Total loss (2 a Ax) by ultrasonic 
pulse in nepers during one round 
trip through sample. The plots 
shown in this figure are universal 
and are applicable to all systems 
that use the pulse-echo methodology 
described in the text 

Figure 17. - Isometric plot of variance due to uncertainty in ' 
pulse amplitude. 
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(a) Magnitude of the variance (nepers/ 
cm) for the nickel 200 sample polished 
with 1. 0-^m aluminum oxide and the 
as-ground SijN^j ceramic MOR bar. 



(b) Percent uncertainty in the mea- 
sured attenuation coefficient for 
the nickel 200 sample polished with 
240-grit silicon carbide and the as- 
ground SijN^ ceramic MOR bar. 

Figure 18. - Variance of the attenuation 
measurement 
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